NU-SOURCE

Wiper Code: 604-022
I. Physical Property Variables

Certificate of Conformance

Lot No: 417529

Property Target Lower Upper Units Test Method
Basis Weight 140 135 145 gim2 Weight Balance
Thickness 0.45 0.40 0.50 mm Caliper
ll. Test for Particles (x10 particle/m?) - Orbital Shake Test (IEST-RP-CC004.3 Section 6.1.4)

Particle Size Result (Avg. of 3 trials) Spec, Judgment
>0.50 um 3.2 <110 Pass
>5.0um 0.5 <0.8 Pass

Ill. Test for Fiber (Particles > 100um (x10particle/m2 (IEST-RP-CC Section 6.22)
Particle Size Result (Avg. of 3 trials) Spec. Judgment
> 100um 98 <400 Pass
IV. Test for Extractable Matfers (mg/g) — Short Term Extraction
Absorbency Results (Avg of 3 trials)
Extrinsic Capacity (mi/im2} 415 > 410 Judgment
Intrinsic Capacity (ml/y) 2.93 > 2,60 Pass
Sorptive Rate (8) <1 <1 Pass
V. Test for Specific Extractable lons (ug/g or ppm) - Standard Extraction Method
Test Solution Result (Avg. of 3 trials) Spec. Judgment
DI Water 0.0051 <003 Pass
IPA 0.03 <0.08 Pass
VI. Test for Specific Extractable lons (ug/g or ppm) — Standard Extraction Method
Extractable lon Result {Avg. of 3 trials) Spec. Judgment
Sodium (Na*) 0.14 < 0.20 Pass
Potassium (K*) 0.07 <0.10 Pass
Calcium {Ca?*) 0.13 <0.20 Pass
Chloride (CF) 0.07 <0,10 Pass
Magnesium (Mg**) 0.08 <0.10 Pass

The packaging materials, method & environment of thig/finished proguct are in accordance with Acute Care specifications.

Manufactured By: Production Technician:

Inspected By:

Date of Manufactute 09/13/2024
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